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AT>b  tract 


A  Pulse  Type  1000  volt  Variable  High  Voltage  Supply  is  descrl1)ed. 

Tills  supply  utilizes  a  6BG6  tube  to  interrupt  the  current  through  a 
standard  inductance.  Eectiflcatlon  ie  by  laeanB  of  a  CK1013  cold  cathode 
rectifier  vhich  eliminates  a  veil  insxilated  filament  transfomer.  The 
output  is  shunt  regulated  by  means  of  a  2C53  tube.  An  advantage  of  thee# 
supplies  is  the  small  size  5”  3C  5"  ^  6”  and  tlie  econoa^y  in  cost.  Standard 
parts  are  used  throughout.  Hippie  at  1000  volte  is  80  mllllvolte. 
Regulation  curves  are  given. 


Introduction 


Boepite  the  wide  use  of  G-M  tubes  there  is  as  yet  to  the  author’s 
knowledge  no  variable  regulated  high  voltage  supply  ccfflaerclally  available 
suitable  for  incorporating  in  a  chassis  with  other  eq[ulpiaent.  The  use 
of  conciercial  E-F  equipment  entails  the  necessity  for  adding  additional 
regulation,  or  if  a  regulated  supply  is  used  the  equipment  is  in  general 
too  large  to  permit  room  for  other  cac5)onents  on  the  chassis.  The  follow¬ 
ing  instrument  is  an  attempt  to  rectify  these  difficulties.  A  paramount 
consideration  is  reliability  since  G-M  tubes  are  often  operated  for  many 
hours  consecutively. 


Circuit 

The  Pulse  Type  High  Voltage  Supply  has  been  investigated  In  a  very 
adequate  manner  by  Siesen  and  Kerkhof.^  These  supplies  are  based  up<»  tlw 
periodic  interruption  of  current  through  an  inductance  L.  Assuming  that 
this  inductance  is  shunted  by  a  stray  capacitance  Cp,  the  peak  voltage  V^^^ 
of  the  transient  oscillation  caused  by  the  interruption  can  be  deduced 
from  the  energy  equation 

9  2 

1  L  l"*  .  1  C  V 

2  a  2  ^  ® 

hence.  Vj^  z 

^  cp 

Thus,  if  Ijtt  =  12  rilliamperes  L  •  50  henrys 

_ -  50  .crcMicrofarade  Vj^  =  12  kilovolts 

1.  C.  J.  Siezon  a'^4  F.  Kerkhof,  Proc.  I.E.E.  36,  ^1  (19^) • 


Tho  advantages  of  this  type  of  supply  can  be  entaiierated  as  follows! 

1*  The  interruption  frequency  can  be  made  high  enough  so  that 

thero  can  be  a  substantial  reduction  in  the  size  of  the  filter. 

2.  The  frequency  can  be  made  low  enough  so  that  no  interference 
is  generated. 

3.  The  inductance  L  may  be  small  enough  so  that  stray  magnetic 
fields  are  eliminated. 

4.  Insulation  requirements  on  the  A,  C.  side  are  less  severe  because 
of  the  tmnsient  nature  of  the  oscillations. 

5.  Vjjj  is  a  function  of  i^  hence  Vj^  can  be  adjusted  by  varying  the 
bias, 

6.  The  high  voltage  generation  by  a  tube  limits  the  outptrt.  Hence, 
the  output  inay  be  shorted  rath  no  injury  to  the  circuit. 

Figure  1  is  a  schematic  of  the  circuit  used.  A  multivibrator  has 
been  chosen  for  the  repetition  frequency  although  a  blocking  oscillator 
or  other  means  could  have  been  used.  This  was  done  in  the  interest  of 
economy.  The  repetition  frequency  was  measured  to  be  200  c.p.s.  By 
means  of  a  Tektronix  oscilloscope  the  usual  multivibrator  wave  pattern 
was  observed.  The  wave  shape  on  the  grid  of  the  6BG6  showed  a  170  volt 
drop  in  two  microseconds  followed  by  an  exponential  rise  of  100  volts 
in  about  2,5  milliseconds  followed  by  a  square  wave  of  about  2.5  milli¬ 
seconds  dTiration.  It  is  necessary  to  place  a  large  negative  voltage  on 
the  grid  of  the  cut-off  tube  in  order  that  it  does  not  conduct  during 
the  time  the  large  ti^nsient  voltage  Is  on  the  anode. 
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In  order  to  eliminate  the  need  for  a  vjell  insulated  filament 
transformer  for  the  rectifier  a  cold  cathode  high  voltage  rectifier 
was  used.  If  voltages  higher  than  1200  volts  are  needed,  it  is  necessary 
to  replace  this  cold-^cathode  i^ctifier  with  an  S0l6.  This  combined  with 
a  change  in  bias  on  the  6BG6  permits  a  3  kilovolt  output  provided  the 
Stancor  C1003  choke  is  immersed  in  transformer  oil. 

Begulation  is  obtained  in  the  conventional  nanner  by  means  of  a 
2C53  tube  shunt  regulator.  At  1000  volts  output  the  drop  across  the  anode 
load  of  this  regulator  is  500  volts. 

To  obtain  a  variable  output  voltage  the  bias  on  tl:^  cathode  of  the 
2C53  tube  is  varied.  This  bias  is  obtained  from  the  300  volt  supply. 

The  control  for  this  bias  plus  the  0-50  microammeter  is  mounted  on  the 
front  panol  of  the  associated  equipment. 

Porfcrmance 

Photographs  1,  2,  3  illustrate  the  manner  in  wlxLch  this  supply  is 
laid  out.  The  performance  of  the  instrument  will  depend  to  some  extent 
on  the  supply  voltage  used  with  it.  The  curves  in  Figure  2  were  taken 
with  a  I'odel  50  supply.  This  supply  is  similar  to  tlie  circuit  described 
by  Hlginbotham,  Gallagher  and  Sands^  the  exception  that  more  current 

output  is  provided. 

To  obtain  some  idea  of  the  regulation  the  following  method  was  used. 

By  means  of  a  variac  the  line  voltuge  input  to  the  low  voltage  power  supply 


2.  Vil.A,  Hlginbotham,  J.D,  Gallagher,  and  Sands,  Bev.  Sci.Inst.  iS,  714 

(1947)." 
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v/as  set  at  oO  volts  ac.  The  outj-Tut  of  tho  hifji  voltage  supply  v/as  set 
at  Boo  volts,  BOO  volts  of  bucld.ru;:  batteries  were  then  employod  so  tktt 

* 

a  general  radio  728-A  high  impedance  vcltoeter  conic  be  set  on  the  10  volt 
scale,  Tho  line  voltage  T?as  then  varied  in  steps  of  5  volts  and  the 
clnngo  in  the  voltmeter  reading  Tras  noted.  The  process  was  repeated  at 
900,  1,000  and  1,100  volts.  This  information  is  plotted  in  Figure  2, 

It  Y/ill  be  noted  that  the  supply  is  stabilized  to  O.i;^^  ctiange  in  output 
D.C,  voltage  per  ten  percent  change  in  the  line  at  115  volts  ac.  Of 
course,  this  good  performance  shoifLd  be  attributed  to  the  well  regulated 
low  voltage  supply.  However,  since  tins  supply  is  one  commonly  used  with 
scaling  circuits  the  results  are  germane. 

To  improve  reliability  and  insure  long  life  it  should  be  noted  that 
all  the  filament  voltages  have  been  reduced  by  means  of  resistors.  The 
filament  supply  is  6,3  volt  ac  takon  from  the  associated  low  voltage  sup¬ 
ply.  The  efficiency  of  the  supply  is  not  good,  being  of  the  order  of  4?^. 
However,  since  G-I/l  tubes  require  very  small  currents  (usually  less  than 
3  microamperes)  the  efficiency  is  relatively  unimportant  since  one  can 
afford  to  waste  power  provided  the  input  power  is  not  a  serious  drain  on 
the  lev/  voltage  supply. 

The  input  power  in  this  case  is  3.6  watts  or  300  volts  at  12  mill!- 
amperes.  Since  this  is  easily  furnished  by  most  supplies  used  in  conjunction 
with  this  circuit  no  attempts  were  made  to  improve  the  efficiency. 

Ten  of  these  circuits  have  been  built  and  operated  continuously  for 
six  months  with  no  failures  from  any  cause  v/hate^rer.  Output  ripple  voltage 
is  about  BO  millivolts  as  measured  with  a  Eallantine  iyiodel  300  voltmeter. 

Tliis  was  considered  sufficient  for  the  purpose  in  hand.  However,  this 
valiJie  can  be  reduced  by  inserting  an  appropriate  condenser  between  the 
plate  and  the  grid  of  the  2C53. 
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